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ABSTRACT 
A laser light scattering diagnostic for measurement 

of dynamic flow velocity at a point is described.  The 
instrument is being developed for use in the study of 
propagating shock waves and detonation waves in pulse 
detonation engines under development at the NASA 
Glenn Research Center (GRC).  The approach uses a 
Fabry-Perot interferometer to measure the Doppler shift 
of laser light scattered from small (submicron) particles 
in the flow.  The high-speed detection system required 
to resolve the transient response as a shock wave 
crosses the probe volume uses fast response 
photodetectors and a PC based data acquisition system.  
Preliminary results of measurements made in the GRC 
Mach 4, 10x25 cm supersonic wind tunnel are 
presented.  Spontaneous condensation of water vapor in 
the flow is used as seed. The tunnel is supplied with 
continuous air flow at up to 45 psia; the flow is 
exhausted into the GRC laboratory-wide altitude 
exhaust system at pressures down to 0.3 psia.   
  

INTRODUCTION 
 In this paper we describe a point measurement 
flow diagnostic being developed for high frequency 
response measurements of flow velocity.  The 
instrument is being developed for use in the study of 
propagating shock waves and detonation waves in pulse 
detonation engines under development at the NASA 
Glenn Research Center.  Laser based flow diagnostics 
for high frequency response measurements include  Laser 
Doppler Velocimetry (LDV), which is typically based on 
scattering from particles in the one micrometer size range.  
In addition to concerns about particle lag, it is difficult to 
obtain data rates in excess of about 10 kHz.  In turbulent 
flows, LDV measurements are beset by a variety of so-
called biasing errors, caused by correlations between 
the measurement rate and flow properties. Other 
approaches, including the work presented here, are based 
on scattering from a large concentration of particles in the 
submicrometer size range.  These techniques are based on 
measuring the Doppler shift of the scattered light using 
some type of frequency discriminator to convert changes 

in the optical frequency of the scattered light to changes 
in intensity.  Discriminators that have been used include a 
Michelson interferometer1, a confocal Fabry-Perot 
interferometer2 and planar mirror Fabry-Perot 
interferometers3.  Another type of optical frequency 
discriminator used for velocity measurement is based on 
atomic or molecular absorption cells4,5.  However, this 
approach requires use of a laser that can be tuned to the 
absorption line being used. 

The approach we use is based on a previously 
developed system to measure flow density and velocity 
based on molecular Rayleigh scattering6.  The 
frequency discriminator is a planar mirror Fabry-Perot 
interferometer used in the static, imaging mode.  
Unfortunately, molecular Rayleigh scattering using CW 
lasers in the 1-5 W range normally does not provide 
sufficiently strong scattering to allow high frequency 
response transient measurements.  The alternative is to 
introduce artificial seed material into the flow to 
provide more intense scattering than that provided by 
the molecules that make up the actual flow.  One 
approach for producing seed is to use a vaporization-
condensation aerosol generator.  This seed can then be 
introduced into the flow upstream of the measurement 
location.  Another approach that can be used in flow 
undergoing expansion (and resulting cooling) is to rely 
on a condensable vapor.  Water or carbon dioxide, for 
example, will form an aerosol by spontaneous 
condensation as the flow expands. This is the approach 
used in this paper.  However, as we show, this does not 
provide sufficient scattering for high Mach number 
flows. 

Preliminary results of measurements made in the 
GRC Mach 4, 10x25 cm supersonic wind tunnel are 
presented.  For these measurements, a beam from a 5 W 
CW single-frequency Nd:Vanadate laser was focused at 
a point in the flow. Scattered light was collected and 
transmitted over 130 m of optical fiber to a remote 
location, where the Fabry-Perot interferometer, 
photodetectors, and PC based data acquisition system 
were located. 
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Specific issues addressed include the design of a 
baffle assembly to allow the laser beam to pass through 
the wind tunnel test section without introducing 
excessive laser light scattering into the receiving optics.  
Also, the adequacy of using spontaneous condensation 
of water vapor as a seed material is examined.  It is 
shown that spontaneous condensation of water vapor in 
ambient temperature air supplied to a relatively high 
Mach number (Mach 4) supersonic nozzle does not 
provide adequate scattering for 100 kHz sampling rate 
measurements. 

 
THEORY 

 Light Scattering 
 The frequency shift of light scattered from a moving 
object is 
 

 
2s of f f
π

= − K    (1) 

 
where fo is the laser frequency and u is the particle 
velocity.  The interaction wave vector is K = ks-ko (with  
ko and ks being the wave vectors of the incident and 
scattered light.  It is convenient to introduce the velocity 
component  u  =  K ·K u/|K|, which represents the 
measured velocity component. 

The intensity of the detected scattered light can be 
expressed in terms of photoelectron count rate 
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where ε  is the efficiency factor (which includes the 
detector quantum efficiency), Po is the laser power, ns is  
number density of the scattering particles,  Lx is the 
length of the probe volume, λ is the laser wavelength, Ω 
is the solid angle of the light collection optics, dσ/dΩ is 
the particle differential scattering cross section, χ  is the 
angle between the electric field vector of the (linearly 
polarized) incident light and the direction of the 
scattered light, h is Planck’s constant, and c is the 
velocity of light.  For the work presented here we 
assume that sin2χ  = 1, which corresponds to “s” type 
scattering. 
 Two factors determine the amount of scattering 
light that is available for making a measurement.  One is 
the fraction of the total scattering light that can be 
collected and analyzed.  This is limited by the collection 
optics and/or other optical components in the system.  It 
is convenient to use the Lagrange Invariant to express 
this quantity.  In our system, the optical fiber used to 
transmit the scattered light from the test cell to the 
optical processing area sets the limit on the amount of 

available scattered light.  The Lagrange Invariant for the 
fiber is 

 
2

2

4
fD

A NA
π
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where Df is the core diameter of the fiber and NA is its 
numerical aperture.  For our system, Df  = 0.55 mm and 
NA = 0.22, so AΩ = 0.036 mm2-sr.  Given the f-number 
of the collection optics, we can determine the probe 
volume size using the value of the Lagrange Invariant 
set by the fiber.   
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Thus, for f/4 collection optics, the probe volume length  
Lx =  0.97 mm.   
 The other factor that determines the amount of 
scattered light that is available for making a 
measurement is the product of the number density of 
scattering particles ns and their differential scattering 
cross section (dσ/dΩ).   To determine the quantity 
ns(dσ/dΩ) we need to establish the size and 
concentration of the seed. 
 
Seeding 
 To achieve high frequency response 
measurements, the flow must contain scattering centers 
in sufficiently high numbers so the intensity of the 
scattering will allow measurements with the desired 
uncertainty.  With weak scattering, the primary source 
of error is photon statistical noise (shot noise).  A 
measure of the scattering efficiency is the product of the 
number density of scattering centers ns and the 
differential scattering cross section (dσ/dΩ). As a 
reference point, molecular Rayleigh scattering of  
532 nm light from air at NPT (normal pressure and 
temperature) has ns = 2.5x1025 m-3   and  (dσ/dΩ) = 
6.1x10-32 m2sr-1, so ns(dσ/dΩ) = 1.5x10-6 m-1sr-1.  For 
submicron size particles, the scattering cross section is 
proportional to the sixth power of the diameter, and the 
number density of particles for a fixed amount of 
material is proportional to the inverse cube of the 
diameter.  Thus the scattering efficiency is proportional 
to the cube of the particle diameter for a given amount 
of material.  The optimum particle size is thus the 
largest particle that will follow the flow acceleration.  
Of course, the particles must also have a large enough 
number density so that there will be one or more 
particles in the probe volume during each sampling 
interval. 
 As an example, consider the water vapor in air 
with 100% relative humidity at 20° C, which has a 
partial pressure of 0.34 psia.  If we expand this humid 
air through a supersonic nozzle, most of the water vapor 

· u
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will condense into liquid water droplets or ice particles. 
The differential scattering cross section is shown on 
figure 1 for a refractive index of 1.3 at 0.532 µm 
wavelength. Figure 2 shows the quantity  ns(dσ/dΩ)  for 
Mach 2 and Mach 4 expansion. The size distribution of 
droplets formed by spontaneous condensation depends 
on the particular parameters of the expansion7. As an 
example, consider Mach 4 flow, and assume a particle 
diameter of 0.050 µm.  Then the number density of 
scattering centers will be about ns = 0.5x1013 m-3,  
(dσ/dΩ) = 1.7x10-19 m2sr-1 and the product ns(dσ/dΩ) = 
9x10-7 m-1 sr-1.  We can then use equation 1 with Po =  
5 W, ε = 5%, Lx = 1 mm, Ω = 0.05 sr, and λ = 0.532 
µm. to calculate the photoelectron count rate, NR =  3 x 
107   counts/sec.  Although, this may seem to be a rather 
large rate, the number of counts in a 100 µsec interval is 
only 300, and the uncertainty due the photon statistical 
noise is about 300-1/2 , or 6 %.  This is marginal for even 
measuring the amplitude of the signal. For measurement 
of velocity, as will be shown, we need a  higher signal 
level.  If the particles are smaller than the assumed 
0.050 µm, which could easily be the case, the signal 
level would lower. Note that this signal level is lower 
than the signal level for molecular Rayleigh scattering 
from air at normal temperature and pressure.  However, 
for a lower Mach number flow, the number density 
would be higher.  As shown in figure 2, the number 
density is about an order of magnitude larger for  
Mach 2 flow than for Mach 4 flow. 
 
Fabry-Perot frequency discriminator 

The velocity is determined from the scattering 
light delivered to the optical processing system shown 
in figure 3 as follows.  

Light exiting the fiber is collimated by lens L3  
(145 mm focal length) and split into two paths with an 
uncoated optical flat (BS1).  About 10% of the light is 
reflected and focused by lens L4 (85 mm focal length) 
onto PMT 1 (quantum efficiency ~ 25 %).  This signal 
is proportional to total scattered light.  The light 
transmitted by the beamsplitter is directed through a 
planar mirror Fabry-Perot interferometer (70 mm dia. 
mirrors, 90 % reflectivity, 11 GHz free spectral range 
(FSR), finesse ~ 15).  The light exiting the 
interferometer is focused by the fringe forming lens, L6.  
This lens consists of a pair of lenses (f/2 135 mm focal 
length and f/1.2 50 mm focal length) that has an 
effective focal length of 1600 mm. 

At the focal plane of the fringe pattern, the 
light is divided into two parts by a pair of mirrors 
(image dissector).  A small mirror (6 mm dia.) is 
centered on the fringe pattern and directs light from the 
central part of the fringe through lens L7 (100 mm focal 

length) to  PMT 2.   This small mirror is mounted on a 
larger mirror (25 mm dia.) that directs light from the 
outer part of the fringe through L8 (100 mm focal 
length) to PMT 3.  The mirrors are tilted ±3° with 
respect to the optical axis.  A typical calculated image 
of the inner fringe of Rayleigh scattered light is shown 
in figure 4.  Note that a flow in the direction of the K 
vector, which here is in the flow direction, results in a 
positive frequency shift and increasing fringe diameter, 
while a flow in the direction opposite the K vector 
results in a negative frequency shift and decreasing 
fringe diameter.  Thus, as the frequency of the Rayleigh 
scattered light increases, less light is detected by PMT 2 
and more light is detected by PMT 3.  At the mirror 
location, the diameter of the image of the optical fiber is 
11 mm. 

Additional optics were included to provide a 
reference image of light at the unshifted laser frequency.  
To accomplish this, several components were 
temporarily placed in the optical path using remotely 
controlled pneumatic actuators.  When placed in the 
beam path, a mirror directed laser light onto a diffuser 
that scattered light into the optical fiber.  Also, a prism 
assembly (PA) was placed in the light path between the 
Fabry-Perot interferometer and the  fringe forming lens.  
This served to direct light into a standard video camera.  
The video signal from this camera was digitized by a 
PC frame grabber card.  A computer program analyzed 
this image and generated signals to control the Fabry-
Perot mirror alignment.  The computer data acquisition 
could be operated from two locations, one in the SWT 
control room, and the other at the remote location of the 
Fabry-Perot interferometer. 
 
Lower bounds for velocity measurement uncertainty 
 Estimates of the measurement uncertainty for the 
technique described here, where the scattered light is 
analyzed with a planar mirror Fabry-Perot 
interferometer, are obtained by numerically calculating 
the Cramer-Rao lower bound8.  The variance of the 
estimate of a parameter αi  is given by  
 
 V i ii

( )α = −Γ 1  (5) 

 
where no summation over repeated indices is implied.  
For Poisson statistics, Γ is the Fisher information matrix 
with elements 
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where qDN  is the expected number of counts from the 

qth photodetector.  The summation is over the number of 
photodetectors, and the quantities qDN  depend on the 

details of the optical system and the flow parameters.  
 We can calculate the Cramer-Rao lower bounds 
given by equation 5 for velocity measurements based on 
the optical configuration described in the previous 
section.  This allows us to conduct parametric studies to 
determine the optimum configuration for the Fabry-
Perot interferometer and for the light detection system.  
The expected number of photons detected in time 
interval ∆t by detector 1 (PMT 1) is simply RNR∆t 
where R is the reflectivity of the beamsplitter BS1 and 
NR is given by equation 3.  The expected number of 
photons detected by PMT 2 and PMT 3 are     
 

< > = − ��N R N t S f I f f df dADq R R FP r L( ) ( ) ( , )1 2∆ θ (7) 

 
where the integrations are over frequency and the area 
of the qth detector (i.e., PMT 2 or 3),  fL is the focal 
length of the fringe forming lens, and IFP is the Fabry-
Perot instrument function given by9 

 I FFP ψ ψ
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�
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where ψ  is the phase change (neglecting any phase 
change on reflection) of the light between successive 
reflections given by  

 ψ θ π µ θ
( , )

cos
f

f d

cr
r= 4  (9) 

Here, µ is the refractive index of the medium in the 
Fabry-Perot cavity, d is the Fabry-Perot mirror spacing, 
θr is the angle between the ray and the optic axis, and  
F = 1/(sin2(π/2NE) where NE is the effective finesse.  In 
general, the image of a monochromatic extended source 
located in the object plane consists of a series of 
unequally spaced concentric rings.  In this work, 
however, the field of view is restricted by the diameter 
of the optical fiber and includes only the inner fringe as 
shown in figure 4. 

We can readily calculate the lower bounds for 
velocity measurement uncertainty based on the detected 
light using three PMT’s as shown in figure 3.  The 
uncertainties are evaluated as a function of the zero 
velocity fringe order no and the measured component of 
the flow velocity  uK. 

It is convenient to describe the fringe location in 
terms of the fringe order rather than fringe radius because 
of the nonlinear nature of the spectral response of the 

Fabry-Perot.  For example, if there is a bright fringe on 
axis, concentric bright fringes occur at integral values of 
lower orders, but the change in fringe radius decreases 
with decreasing fringe order.   

Here we define the fractional order of the fringe 
with radius r  as  

 
2

L

d r
n

fλ
 

=  
 

 (10) 

For example, at the location of the image dissector, the 
fringe order of the 6 mm diameter mirror is 0.10.  
Likewise, the fringe order corresponding to the diameter 
of the image of the optical fiber is 0.33.  And, if unshifted 
laser light generates a bright fringe with radius ro, we 
refer to this as order no.  Note that here we are using the 
term “fringe order” to denote change of the fringe order 
from the actual fringe order on the optical axis, which is 
2d/λ. 

The change in fringe order with optical 
frequency is  
 f

n
FSR

∆∆ =  (11) 

 
so the change of fringe order ∆n with change of velocity 
∆V is given by 
 

 2 / )( sin( /2)sn V
FSR

λ θ∆ = ∆  (12) 

where θs is the scattering angle.  For example, with a 
velocity of 100 m/sec, a FSR of 11 GHz and 120° degree 
scattering, the change in the fringe order ∆n is 0.0296.  
 Figure 5a shows the amounts of light detected from 
the inner and outer regions of the fringe pattern as a 
function of velocity for a FSR of 11 GHz, and for no = 
0.1.  Figure 5b shows the relation between the ratio of the 
outer/inner counts as a function of velocity.  Note that this 
quantity is independent of the intensity of the scattered 
light.  Also note that this is a single valued function only 
for velocities with a magnitude less than 300 m/sec.  
The lower bound for velocity uncertainty is shown in 
figure 5c.  This shows that the uncertainty is less than  
6 m/sec for velocity magnitudes less than about  
175 m/sec.  It should be pointed out that the minimum 
uncertainty value can be located at any given velocity by 
shifting the value of no.  Thus the important information 
given by this analysis is that the velocity measurement 
uncertainty is less than 6 m/sec over a 350 m/sec range. 
 We can also examine the effect of changing the 
system parameters.  For example, figure 6 shows the 
velocity uncertainty for several values of the 
interferometer free spectral range.  This shows that a 
tradeoff exists between uncertainty and range.  A smaller 
FSR gives lower uncertainty, but over a smaller range 
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Supersonic wind tunnel 
 The GRC 10x25 cm continuous flow supersonic 
wind tunnel, configured for Mach 4 flow in the test 
section, is shown in figure 7.  The air is supplied from 
the GRC laboratory-wide central compressed air system 
at pressures up to about 45 psia. The amount of water 
vapor in the air supply depended on the particular 
equipment (compressors, chillers, dryers) in use for the 
test. The flow from the tunnel exits into the laboratory 
exhaust system, which can reach pressures of less than 
0.5 psia.  The mass flow for our tests was typically 
about 1 kg/sec.  An electrical heater mounted in the 
tunnel air supply line could be used to raise the 
temperature of the air supplied to the tunnel.  For these 
tests, the air temperature was maintained at 25° C.  A 
0.2 µm filter was located in the air supply line to 
remove particulates.  Optical access was provided by 
float plate glass windows (51 cm long, 25 cm high,  
4.8 cm thick) mounted in the tunnel. 
 A set of spray nozzles was located 3 m upstream 
of the tunnel plenum to provide a capability to inject 
water aerosol to raise the humidity level and thus 
increase the quantity of scattering centers. 
 An existing wedge-shaped supersonic injector 
mounted in the floor of the SWT test section was used 
to generate a moving shock wave.  When the injector 
was pressurized, the resulting nozzle plume generated a 
bow shock, which moved through the probe volume as 
illustrated in figure 8. 
 A 3 x 3 set of optical ports on 50.8 mm centers 
was located in the tunnel wall, as shown in figures 7 and 
9.  A baffle assembly, designed to allow the laser beam 
to pass into and out of the test section without scattering 
laser light in the field of view of the receiving optics, 
could be placed in one of these ports.  The 30 cm long 
assembly had a 19 mm thick window that provided the 
pressure seal.  Several baffles inside the tube, as shown 
on figure 7, were used to control the laser light scattered 
by the window.  The beam then entered the tunnel 

through a final 3.2 mm diameter aperture located flush 
with the inside of the tunnel.  A second similar tube was 
mounted on the opposite tunnel wall and served to 
capture the laser beam and minimize light scattered 
back into the tunnel.   
 
 
 
Optical configuration 

Light from a 5W, 532 nm, single-frequency, 
Nd:Vanadate CW laser was focused by a 1000 mm 
focal length lens to a 200 µm diameter beam at the 
probe volume located in the wind tunnel test section.  
Scattered light was collected from a downstream 
location at a 120° scattering angle and focused by a pair 
of 250 mm focal length lenses into a 0.55 mm core 
diameter, 0.22 NA, 130 m long optical fiber. The fiber 
was routed from the high-noise test cell to a quiet 
remote location, which provided a stable environment 
for the Fabry-Perot interferometer based optical 
processing system .  This optical arrangement resulted 
in the measured velocity component being at 63.4° from 
the tunnel axis.  The length of the probe volume was 
about 1.2 mm.  Assuming that the flow is along the 
tunnel axis, the measured component uK = 0.447Va, 
where Va is the tunnel flow velocity.    

 

Data acquisition 
The photoelectron pulses from the three PMT’s 

were amplified (Gain = 5) and sent to constant fraction 
discriminators (CFD).  The 10 ns wide TTL level pulses  
from the CFD’s output were counted by a PC counter-
timer board.  Pulses could be simultaneously counted on 
the three channels at rates to 80 MHz indefinitely.  
Photoelectron count rates encountered in this work were 
up to 30 MHz. The accumulated counts on each channel 
were recorded at preset time intervals, typically 10 to 
1000 µsec, and stored on the computer hard disk.  The 
number of counts in each time interval was given by the 
difference between adjacent values of the accumulated 
counts. 
 

Data processing 
 The total light scattering is  measured by PMT 1.  
One approach to processing the PMT signals in order to 
obtain the velocity would be to use parameter 
estimation techniques based on the model developed for 
the calculation of the lower bounds of measurement 
uncertainty.  This would entail doing a nonlinear fit of 
the data to the model function given by equation 7.  
However, because of the large quantity of data a simpler 
procedure was used.  A linear relation was assumed 
between the ratio of the signals from the outer and inner 
regions (PMT’s 2 and 3).  The tunnel flow velocity 

than higher values of FSR.  The results presented in this 
paper were taken with FSR  = 11 GHz. 
 
 

EXPERIMENT 
 An experiment was conducted to evaluate the 
technique described above for measuring dynamic 
velocity.  The GRC 10x25 cm supersonic wind tunnel 
was selected for these tests.  The currently installed 
Mach 4 nozzle blocks were used  for convenience, 
although this presented a much more demanding 
measurement  situation because of the low density.  
Flows in PDE tests will generally be run at higher 
densities.     
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measured using wall static pressure near the probe 
volume was used as a calibration point.  The resulting 
relation between ratio of outer/inner counts to tunnel 
axial velocity is shown in figure 10. 
 
Results 
 Data were obtained at two stations within the 
tunnel.  Station 1 was 1.5 in (38 mm) downstream from 
the leading edge of the wedge-shaped injector at a 
height of 0.75 in (19 mm) above the test section floor.  
Station 2 was 3.5 in (89 mm) downstream from the 
leading edge at a height of 2.75 in (70 mm) above the 
tunnel floor.   
 Figure 11a shows a time record of three channels 
of data obtained at Station 1.  Data was acquired at a 
1

 
kHz sampling rate for 10 seconds. The axial tunnel 

velocity calculated using the linear relation between 
ratio of outer/inner signals and velocity is shown in 
figure 11b.  At the time the injector was pressured, the 
signal total signal level dropped from about 30 million 
counts/sec to 1.3 million counts/sec.  This is probably 
due to the clean air from the injector entering the probe 
volume in place of the tunnel flow with its relatively 
large number density of scattering centers.  The rms 
fluctuation in the measured velocity is about 28 m/sec 
or 4%.  This can be due to either actual flow velocity 
fluctuations, shot noise, or some combination of both.  
The velocity measured in the time after the injector was 
pressurized exhibited much larger velocity fluctuations 
as a result of the much lower signal levels. 
 An example of data taken at Station 2 is shown in 
figure 12.  Data were acquired at a 1 kHz sampling rate 
for 30 seconds. At this location, as opposed to the data 
taken at Station 1, the level of the signal increased 
slightly as the injector was pressurized.  Because the 
total signal level (7 million counts/sec without injection, 
8.5 million counts/sec with injection) did not change 
significantly, the rms fluctuation in the measured 
velocity was about the same (50 m/sec) for both states.  
This probe volume location appeared to be below and 
downstream of the bow shock, but not in the dry air of 
the injector plume.  Note total count rate for this data 
was only about 25% of the count rate for the data taken 
at Station 1.  This is probably due to the difference in 
the humidity level of the supply air on the two days. 
 

CONCLUSIONS 
 The results of this initial study demonstrated a 
technique using a Fabry-Perot interferometer as an 
optical frequency discriminator to measure flow 
velocity at a point at sampling rates up to 100 kHz.  
However, obtaining acceptable measurement 
uncertainty is limited by the quantity of scattering  
 
 

centers in the flow.  High frequency response 
measurements require high seeding levels.  The 
measurements reported here for Mach 4 flow, where 
condensation of water vapor in the air supply provided 
the seeding, did not have sufficient strong scattering to  
give acceptable measurement uncertainties at the 
desired 100 kHz sampling rates.  The introduction of 
additional moisture using water mist injection did not 
significantly increase signal levels.  For lower Mach 
number expansion, the seeding levels would be 
significantly higher.  For example, Mach 2 expansion 
would provide an order of magnitude higher signal 
level.  Additional water vapor could also be added to 
the flow by heating the supply air and using the water 
mist injection system. 
 Other flow experiments will need seed material 
provided by an aerosol generator.  However, it may be 
difficult to use standard smoke generators to introduce 
seed in the high pressure flow found in many 
experiments. 
 Signal levels can also be increased by use of 
higher power lasers, higher efficiency light collection 
optics and larger probe volumes.  It should be noted that 
although photon counting electronics were used in this 
study, photon counting is limited to a maximum of 
about 50 MHz because of pulse pile-up errors.  At 
higher signal levels, analog data acquisition should be 
used.  Also, for higher signal levels, it may be 
advantageous to use high quantum efficiency 
semiconductor detectors instead of the PMT’s used 
here. 
 Another approach for obtaining high sampling rate 
transient measurements is to use a pulse burst laser 
system that can provide up to a MHz pulse rate for a 
short time (up to about 100 pulses). 
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Fig. 4.—Fabry-Perot interferometer fringe 
showing two regions where  light is directed to 
PMT 2 (INNER) and PMT 3 (OUTER). 

Fig. 3.—Layout of Fabry-Perot based optical processing 
system. 
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Fig. 1.—Differential scattering cross section 
for scattering of 532 nm light from water 
droplets. 

Fig. 2.—Product of number density and 
differential scattering cross section for 
scattering from condensed water vapor. 
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Fig. 5.—Determination of velocity from scattering of 
532 nm laser light from condensate fog in Mach 4 
flow. (a) signals from three PMT’s; (b) ratio of 
outer/inner counts as function of measured velocity 
component; (c) lower bound for estimate of velocity 
measurement uncertainty. 

Fig. 6.—Example of lower bound for 
velocity measurement uncertainty for 
FSR = 5, 10, 15, 20, 25, and 30 GHz.   
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Fig. 8.—Schematic view of bow shock generated by 
air injection from supersonic wedge shaped nozzle 
into supersonic cross flow. 

Fig. 9.—Photograph of baffle assembly used to reduce stray 
laser light scattering. 

Fig. 7.—Glenn Research Center 10 x 25 supersonic wind tunnel. 

 



NASA/TM—2002-211503 10

  

 
 
 
 
 
 
 
 
 
 
 
 
 
 
  
 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  
 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

0 100 200 300 400 500 600 700
0.0

0.1

0.2

0.3

0.4

0.5

0.6

         Linear Fit

O/I = 0.0425 + 7.305 x 10-4 V

R
at

io
 o

f O
ut

er
 to

 In
ne

r 
co

un
ts

Axial Velocity, m/sec

 

0 2 4 6 8 10
0

100

200

300

400

500

600

700

800

jul02-e1

A
xi

al
 V

el
oc

ity
, m

/s
ec

Time, sec

 

0 5 10 15 20 25 30
0

500

1000

1500

2000

2500

3000

3500

Total/10

Outer

Inner

5c3

C
o

u
n

ts

Time, sec

 

0 5 10 15 20 25 30
200

300

400

500

600

700

800

900

A
xi

a
l V

el
oc

ity
, m

/s
e

c

5c3

Time, sec

 

0 2 4 6 8 10
0

500

1000

1500

2000

2500

3000

3500

4000

4500

2e1

Total/10 Outer

Outer

TotalInner

Inner

C
ou

n
ts

Time, sec

 

Fig. 10.—Linear calibration of ratio of 
outer/inner counts as function of SWT axial 
velocity.  

Fig. 11.—Data from Station 1 as injector was 
pressurized. (a) PMT signals; (b) SWT axial 
velocity. 

Fig. 12.—Data from Station 2 as injector was 
pressurized. (a) PMT signals; (b) SWT axial velocity. 
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